a 2 µl volume and the following reagents: FAM and VIC probes (200 nM), primers (0.9 uM), 2x Taqman PCR master mix (Applied Biosystems Inc). PCR cycling reaction were performed in 384 wells PCR plates in an ABI 9700 PCR system (Applied Biosystems Inc) and consisted of initial denaturation for 15 minutes at 95° C, and 40 cycles with denaturation of 15 seconds at 95° C and annealing and extension for 60 seconds at 60° C. Results were analyzed by the LightCycler® 480II System using the LightCycler® 480 Software release 1.5.0 version 1.5.0.39 (Roche Diagnostics GmbH, Mannheim, Germany). 
